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In conclusion allow us to state that the few equipments shown in 
this pamphlet are but a fractional part of our complete line. We have 
herein set forth only our most popular machines. 


lf you are in any way interested in X-Ray work, we would appreci- 
ate it very much if you would drop us a line advising us of the fact and 
allow us to put you on our mailing list and send you a copy of our new 
catalog as soon as it is off the press. 


We believe that as the largest exclusive manufacturers in this line, 
our supremacy is unquestioned and we have a firm faith in our ability 
(as men who are giving the best we have in us to this science) to give 
you a better machine, more intelligent service and altogether more sat- 
isfactory treatment than you can obtain elsewhere. As we have greatly 
increased our factory facilities, we can make delivery of apparatus with- 
in one week. 


While we do not advocate special styles and finishes, we are always 
both able and willing to meet the views and needs of the profession and 
can, with extra time and on special order, furnish an equipment in differ- 
ent finishes and to suit the different office spaces. 


We also manufacture a first-class Portable Coil for light work in the 
office or in the home of the patient. 


Send for our new special catalog on Portable Coils. 


SCHEIDEL-WESTERN X-RAY COIL COMPANY. 
Oldest and Largest Exelusive X-Ray Coil Manufacturers in the World. 


General Office and Factory: 541-547 W. Jackson Boulevard, 
Chicago, U.S. A. 


REPRESENTED IN 


New York, Topeka. San Francisco, 

Philadelphia, St. Paul, Seattle, 

Pittsburg, Dallas, New Orleans, 

Providence, Austin, Toronto, 

St. Louis, Buffalo, Winnipeg, 

Los Angeles, Nashville, Kansas City. 
Minneapolis, 
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LARGEST EXCLUSIVE COIL MNFRS. IN THE WORLD 


: CAMEL HAIR 9B, 


BLACK BRISTLE RB 


BLACK BRISTLE TB 2 ” CAMELHAIR TB. 


‘WHITE BRISTLE TB. 


SABLE PENCIL 





Fig. 44. 
BRUSHES. 


Our brushes are thoroughly reliable, neat and strongly bound. The 
hair and bristles used in them are of the highest grade and especially 
selected. Black brushes are recommended for pasting, as they readily 
show should they be pulled out. 

BLACK BRISTLE BRUSHES. 
Rubber Bound Tin Bound. 
fei | 3%) Se $0.20 $0.15 
Semen ACH... ... .. .Lacpuet'pa¢ sneha aioe RT 25 


Tin Bound. 
PEERULACD..;.. .. 1 6) canara 242s ee Ic... .. osrde ko 
in VOT) Pa 8 Se Pe 


Rubber Bound Tin Bound. 
IDE LELACH..., - .. . suconnbiiis bguceg FREES $0.25 
2 inch. O) ae > ‘se 75 50 


FLUOROSCOPES 


Prices subject to 
change without no- 
tice. 

Platinum Barium 
Cyan ide Fluoro- 
scope, 5x7... .$12.50 

Platinum Barium 
Cyanide Fluoro- 
scope, 6x8....$16.00 

Platinum Barium 
Cyanide Fluoro 
scope, 8x10... .$24.00 
Screens only, price 
per square inch.$0,25 


SCHEIDEL-WESTERN X-RAY COIL COMPANY 


PLATE WASHER. 





Fig. 42. 


This washing box consists of an outer casing and an inner plate 
rack. 

The rack has corrugated sides, and will take plates of various sizes. 
It can be removed from the casing with all plates on it, and then serve 
as a drying rack. 

The water enters at the bottom of the box, striking all of the plates 
at once in a broad stream. The plates wash very thoroughly. 
No. 1 takes twenty-two plates, size 5x8, or twelve size 8x 10......$2.25 
No. 2 takes thirty plates size 11x 14 or smaller..........-.....+..-$6,00 

Larger sizes made to order, 


DEVELOPING TRAYS. 





Fig. 43. 
HARD RUBBER TRAYS. 
Size. i Price. Size. Price. 
1x9, Exel. s- : -» 690,95 1014x121. Each..., ...:.». $1.85 
844x104. Fach.. settee tee Leste? WBach\s oss t Shy 3.00 
PORCELAIN TRAYS. 
Size. Price. Size. Trice. 
OX8; PERCH cess eter sree seen .I2iexlbsht., Each dct lle seewo 
8%x1054. Eache.......008,. 1:00 1454x1756. Each..........--. 5:00 
ENAMELED TRAYS. 
Por Plates. Price. For Plates. Price. 
5x7-. Baches.<.. wseecanmes@OO “Hackd: Tach: 2.-..u0l Wubbeoenee 
CVPR wove eee wiilig 105 ««U4Ki; EBechi..~.,. sacas B99 
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N PRESENTING this bulletin, we wish to announce 

that it is only a forerunner of our new 150 page cata- 
logue now in press, which will contain everything elec- 
trical used in the physician's office. 

In this bulletin we list only a few of our latest model 
outfits and accessories, which, considering their quality, 
are more reasonable in price than offered by any one else. 

In our extensive experience as the oldest and largest 
X-Ray Coil manufacturers in the world, we have found 
that the great majority of the physicians do not consider 
so much the cheapness of apparatus as they do quality. 

John Ruskin, the great philosopher and sage, once 
said, “Everything must bear a price in proportion to the 
skill, taste, time, expense and risk attending its invention 
and manufacture. Those things called high-priced are, 
when justly estimated, the cheapest; they are attended 
with much less profit to the manufacturer than those 
things which everybody calls cheap; they are not made by 
chance, nor can they ever be duplicated at small expense. 
A thing made for cheapness and not for quality is the 
most frequent and certain cause of the rapid decay and 
entire destruction of arts and manufacture.” 

It is the ever insistent demand for quality in X-Ray 
apparatus that has made the Scheidel-Western Coils the 


world’s standard for accurate scientific work, 


we 


{EE “Radiographic Special” derived its name originally through 

the fact that one coil was built for rapid radiographic work; so 

well were our expectations fulfilled, and so rapidly did the fame 
of this coil spread, that within one year we were forced to double our 
manufacturing capacity to meet the demand for this exceptional outtit, 
and in two years more were again forced to increase our capacity. 

The “Radiographic Special” has no cqual, being the only com- 
pletely equipped X-Ray apparatus built on strictly scientific principles 
for doing scientific work. 

Entire and perfect control for this machine is had from one posi- 
tion, and meter readings indicate the proper adjustment. 

With the am-meter indicating the current passing through the coil, 
the milli-ammeter indicating the current passing through the tube, the 
Hutton Inductance Switch setting the voltage, the third terminal regu- 
lating the vacuum in the X-Ray tube and with an EXPOSURE FOR- 
MULA, strong and uniform diagnostic X-Ray plates are assured. Our 
EXPOSURE FORMULA is something entirely new in the X-Ray field. 
It has been thoroughly tested by expert operators, and by those who 
never operated a machine, and the plates made by each were perfect, 
and could not be differentiated when placed side by side. The entrance 
of this formula into the X-Ray field promises to reduce radiography to 


an exact science. 


$$$ —_———__—__—_—_— » 


LARGEST EXCLUSIVE COIL MNFRS. IN THE WORLD 


DARK ROOM SUPPLIES. 


ELECTRIC RUBY LAMP No. 1. 
This lamp will be greatly appreci- 
ated by those that can secure electric 
connections in their dark-rooms. 
The lamp is fitted complete with & 
candle power ineandescent lamp, and 
wiring with connection. It can be 
attached te any make of lamp socket. 
It is also furnished with three 
glasses, orange, ruby and ground, 
either of which can be instantly re- 
moved so that the light can be 
adapted to the class of work on 
hand, 
Price complete as above....$2.50 
Eimtea Aplasses.....cc. cvs ale 
Esinao ©. P. Bulbs:..c...« 038 




















NEGATIVE DRYING RACKS. 


This rack will accommodate any size plate up to 14x 17, 


PTICC ss 0:5 5 oa + 0 cg gE EET se a $1.00 
GRADUATES. 
Capacity. Single Seale. Double Scale. 
S ounce fe $0.38 $0.55 
16 ounce.... ‘ -60 90 
BE OUNCE: basen. 1.05 1.50 


GLASS FUNNELS. 


Plain and patent fluted, 





4 DINE. « «swe oe noe pee 
pink: .c.o<seaae See 
I pint. 4 cedecc at eee 
WqO pete sacG Sov see 25 
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SCHEIDEL-WESTERN X-RAY COIL COMPANY 


X-RAY PROTECTIVE CLOTH. 


Price, per square foot, $1.00. 
This material is manufactured in long strips 35 inches wide, any 
length cut to order. [xtra heavy material manufactured to order, %, 
3-16, or ‘4 inch thick, Prices on application. 


Fig. 37. 
LEAD GLASS SPECTACLES. 
Price per pair, $2.75. 


The glass is heavy and the lenses large, thus offering very complete 
protection to the eyes. 


LEAD GLASS. 


Regular sizes in stock: 714 x9! in., $1.75. 94x12 in., $3.00, 12x 
19 in., $6.00, 

Furnished in flat sheets, very opaque, for use in cabinets and other 
devices, Any size, other than stock, cut to order, five cents per square 
inch, 





X-RAY FOIL. 


_ (About 30x15 in. equals 1 Ib.) Price, per Ib., $0.20. For protection 
of parts not intended to be treated with X-Rays. 
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HE eut on the following page illustrates our 12 inch Scheidel- 

Western coil with variable inductance to operate on the Direct 
Current. 

This coil is equipped with our specially designed large primary such 

as we use in all our Radiographic Special Coils. It will draw any amount 

of amperage desired from one to one hundred amperes and produces a 


me 


spark variously designated as “Fox Tail,” “Caterpillar,” “Great Flame” 
and other faney names to indicate a large output of current. In this, 
as in everything else pertaining to the manufacture of X-Ray apparatus, 
we are the leaders, as we were the FIRST COIL manufacturers in this 
country to adopt the idea of extra large primaries for Induction Coils, 
and the fact that others were quick to imitate us, is a tacit admission by 
our competitors of the value of our ideas in this respect. 

The Physics of the extra large primary may be briefly stated as 
iollows: 

By employing a large amount of primary wire to increase the cross 
section of iron, the magnetic lines of force are proportionately increased, 
consequently the number of turns of fine wire on the secondary can be 
decreased with a corresponding lowering of the secondary resistance. 
The result of this combination is that for the same voltage there is a 
mucl greater increase of current or output from the secondary, 

The length of exposure necessary with this coil to insure high-grade 
results in Tadiography varies from a fraction of a secand to 15 seconds 


for the deep work and heavy subjects. 


Note the extremely low price of this equipment itemized as follows: 


12 inch Radiographic Special Coil..................$175.00 

Table with rheostat and switches mounted oy white 
PRBS. sie een karouvic dl Maree aes w 8236 3.5 81a,acbc4-0, ace 

One point Electrolytic Interrupter........ wbs52 00 
POLO 66-0 nie < bce on sk ee Re he = .. $265.00 


The above equipment is for Direct current, aid can te used for the 
Alternating current by adding our one jar rectifier at an added expense 
of $25.00, or our more efficient four jar rectifier at $60.00 


We guarantee all of our Coils for a period of five years. 


SCHEIDEL-WESTERN X-RAY COIL COMPANY LARGEST EXCLUSIVE COIL MNFRS. IN THE WORLD 





« 
Cut of Outfit “A” as described on Page|ltl 5. ] 
Fig. 36. 
OPAQUE GLOVES. 

These Gloves are made of the same material as the shields. They 
form a very effectual protection and should be used in all cases where 
the operator uses the fluoroscope or where the hands are exposed to 
the rays at all. The Gloves are as thick and heavy as may be possible 
and yet flexible enough so that the operator may use his hands without 
diffienlty. 

Price per pair, $6.50. 
GAUNTLET GLOVES, EXTRA HEAVY. 

These Gloves are heavier than the above and have gauntlets which 
fully protect the wrists of the operator. 

Price per pair, $10.00. 
X-RAY PROTECTIVE APRON. 
The Aprons are made of opaque cloth and are an effectual protec- 
tion to all parts of the body. 
‘ Price, $10.00. 
OUTFIT “A” ‘ X-RAY PROTECTIVE HOOD. 
Price $265.00 The Hood is well made, fits the head nicely and is provided with 
: : cape to protect the shoulders. 
Furnished in Solid Mahogany. Extra Cost, $20.00. Price, $10.00. 


li coil is to be operated on 220 volt current, add $15.00 to the price 
quoted for extra size rheostat. 

Special 12 inch Radingraphic Coil for alternating or direct current, 
as itemized on page 4. i. . 

Dimensions: 4 ft. 11 in. long, 5 ft. 3 in. high, 2 ft. 24 in. wide 


uo 
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SCHEIDEL-WESTE 





Fig. 35. 


SCHEIDEL-WESTERN TRAY ROCKER. 
Price, $35.00. 


You may develop one plate while exposing a second, Is this an 
economic proposition for you? 

The device shown on this page is of considerable help to operators 
who develop their own plates but who do not care to devote too much 
time to the process. By means of the Tray Rocker the plates are given 
the uniform tilting motion which is essential for proper development 
of an X-Ray negative. 

Permanently attached to the rocker is an enameled light proof box 
or tray holder, sufficiently large to accommodate developing trays up 
to 14x 17 inches. 

This Tray Rocker operates from either a direct or alternating 
current. A small motor furnishes the power and is properly geared to 
the rocker to give it just the right motion and speed. 
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LARGEST EXCLUSIVE COIL MNFRS. IN THE WORLD 


N the following page we present a cut of our Radiographic Special, 

combined with our standard Oudin type of high-frequency reson- 

ator. The range of this instrument is absolutely unlimited, and 
the physician with it in his laboratory is equipped for all manner of 
work. We can unhesitatingly recommend this coil as the most powerful 
and efficient machine upon the market today, for the operator with this 
machine is prepared for instantaneous radiography, yet the control is so 
perfect that he can administer the mildest X-Ray for therapeutic pur- 
poses. 

On account of the heavy discharge from the coil proper, the reson- 
ator (mounted above). gives an extraordinary rich effluve with an ad- 
justment which admits the use of all the frequencies and several differ- 
ent modalities. 

This equipment is as follows: 





16 inch Radiographic Special Coil.................. $275.00 
Table with Rheostat and switches, mounted on 
WHILG AMM IB Ss ts hanes etme ss aa ireares pins a cates 65.00 
NEECury Mecelritptey sak eeu w co waatoe clenancacus ie 75.00 
Three Platinnm Point Electrolytic Interrupter...... 60.00 
GNC APOE UN AEEE ooo s ssa ese iced Mes RN OTE sea ee red 25.00 
yam Milt mipere fheterecis. ss Jivac sce pes pughicn 2s ves 25.00 
Resonator mounted on top of coil complete with head 
breeze, foot plate, electrodes and board..... casves 9500 
One Hutton Inductance Switch...............00008. 25.00. 
Potala canteens Ci gaeier ste margenwrare ee Pay $545.00 
1 6 inch Selected Radiographic Tube............... 20.00 
1 5x7 Importea Fluoroseope.........0..-- bale Swe 12.50 
1 héavy base tab! Stand...3 casi escsyecrstaatw SOnD 
PABUtOMANlS CORD. KEEN sae rescence wale sgiheitedieeeut 7.50 
PADDR TAO 1. pamahbwriat LAY eile WE Pees 3i tad /eldied. cate he 1.00 
Dota]! ‘coniptetetss.:vosserr vices eo sew stboe nears $698.50 


The above equipment is for Direct current and can be used for the 
Alternating current by simply adding our four jar rectifier, as described 
on page 20, at an added expense of $60.00. 

Same outfit as above for Direct current can be furnished with 12 
inch coil for $598.50. For Alternating current, $658.50. 


- 
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OUTFIT “B” CABINET CLOSED. 
Price complete with all accessories, $698.50. 
Furnished in Solid Mahogany. Extra Cost, $20.00. 
If coil is to be operated on 220 volt current, add $15.00 to the price 
quoted for extra size rheostat. 


Combination Radiographic Special X-Ray and high-frequency outfit for 
alternating or direct current, as per itemized list on page seven. 


Dimensions: 4 ft. 11 in. long, 6 ft. 2 in. high, 2 ft. 2% in. wide. 
=a 
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X-RAY PLATES. 
Cramer or Lummiere. 


Size, 5 x7 With 2sets Envelopes, $1.10 With 12 sets Envelopes, $ 1.40 
Size, 614x 84% With 2sets Envelopes, 1.65 With 12sets Envelopes, 2.10 
Size, 8 xl0 With2sets Envelopes, 2.40 With 12sets Envelopes, 3.00 
Size,10 x12  With2sets Envelopes, 4.20 With 12sets Envelopes, 5.15 
Size,11 xl4 With2sets Envelopes, 6.00 With 12sets Envelopes, 7.25 
Size, 14 x17 With2sets Envelopes, 9.00 With 12sets Envelopes, 11.25 


Unless otherwise specified 12 sets of envelopes will be furnished 
with each dozen Plates ordered. 


LANTERN SLIDE PLATES. 


The “Imperial” brand, made by the Imperial Dry-Plate Company of 
London, is the most prominent English lantern-slide plate manufactured. 
England is known as the home of lantern-slide workers, this branch of 
photography having been developed there in a higher degree than in 
any other country. Naturally English lantern plates have the reputation 
of being the finest made. The Imperial plates are now used by the most 
prominent lantern-slide workers in this country. 

Two brands—‘“Regular,” white label; “Slow,” yellow label. Per 
dozen, 55 cents. 

The Slow are also suitable for the production of green, blue, purple 
and red tones. 


Carbutt’s, Cramer's & Seed’s lantern plates, per dozen, 55 cents. 
Seed’s G. B. P. R. (green, blue, purple red tones), per dozen, 60c. 


NEG-DRY. 
Will Dry Plates in Five Minutes. 

raed Neg-Dry enables you to print a proof within 
Negatives and ten minutes after your negative is washed. 
Laalern Sides Neg-Dry is a solution in which the negative is 
atten placed after washing. It is put up in bottles of 

=e convenient size, and can be used repeatedly. 

eta Pet Bottle, 3... tees sega cecees $0.35 
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’ 
Fig. 33. 
X-RAY TUBES. 
The above cut illustrates the well-known Green & Bauer tube which 
is fitted with automatic regulator licensed under the Queen patent. 
The anode in this tube is extra heavy, and is guaranteed to stand a 
heavy discharge without dropping in vacuum. This tube assures satis- 
factory radiographic results on our large Coils. 
Prices as follows: 
Drameter (6) MNES v0 ssistas sl Fanaeksrin. .. ..$20.00 
Chameter’ 7: iChes.. 2 g ao S cciad taaen aes Haan an 25.00 
Teambtes: & Mehkes soccrecespccaes eaeesswunrrAt g bérwwiert 30.00 
4 
Fig. 34. 
MACALASTER WIGGIN TUBE. - 


The above illustrates the MacalasterWiggin tube with the large 
slow heating anode for use on our large Radiographic Special Coil. 

This tube is splendid for quick picture work and for definition and 
detail. It is supplied with a Queen automatic regulating device, by 
which it is kept under perfect control at all times. 

Prices as follows: 


Diameter i InCheSsuis oscce wid was so sta care we aie $20.00 
Paweter ¢. WiCHNOSs2 vsrc-asic sete sss ene einads-sueee 25.00 
Beraeneter 25 WHENES sa vee vies wees Raia diawaos ecu 30.00 





OUTFIT “B” CABINET OPEN. 


Same Outfit as Illustrated on Page 8 with Cabinet Closed. 
If coil is to be operated on 220 volt current, add $15.00 to the price 
quoted for extra size rheostat. 
Combination Radiographic Special and High-Frequency Outfit for Al- 
ternating or Direct Current, as Described and Itemized on 
Page Seven. 
Dimensions: 4 ft. 11 in. long, 6 ft. 2 in. high, 2 ft. 2% in. wide. 
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SCHEIDEL-WESTERN X-RAY COIL COMPANY 


HE cut on page eleven illustrates the Scheidel-Western Radiographic 

Special, complete with meters, three point electrolytic interrupter 

and the Hutton Inductance Switch. This is an instrument for 
hospital and heavy institution work, our idea being to furnish a coil 
which would deliver the maximum discharge that it is possible to pro- 
duce free from inverse currents. 

For successful radiography you must have three things, a good coil, 
a good tube and a good operator. We have the coil and the tube, and if 
the operator will follow the directions we give he will shortly evolve 
into a good “X-Ray man.” Many a good man is worrying along with a 
poor coil and thinking the fault is his own, whereas, if he would put 
himself in our hands he could equal the results he now views with 
amazement achieved by some fellow practitioner. 

In this connection we desire to call your attention to the Hutton 
Inductance Switch, which is one of the features of our Radiographic 
Special apparatus. That something of this kind is essential with an X- 
Ray outtit we have known for years, but the problem of supplying an 
ideal arrangement was very difficult indeed. The somewhat clumsy 
drum controller used by some European manufacturers did not meet our 
views, although we had almost decided to adopt one of its modifications 
when our Mr. Hutton placed before us his switch. 

Without going into confusing and technical details, the Hutton In- 
ductance Switch, when used with our three point electrolytic interrupter, 
enables the operator to maintain a perfect balance between his coil and 
tube without interrupting the exposure, and in spite of any varying of 
the vacuum of the tube. We unhesitatingly recommend this type as the 
most powerful and efficient X-Ray machine produced in the world to- 
day. 

We itemize the apparatus for direct current below as follows: 


16 inch Radiographic Special Coil............-...... $275.00 
Table with Rheostat and Switches mounted on 
My hike} (Marble:,...s:3.ansnse cee ear es Cron ossé' (OnOU, 
Three Platinum Point Electrolytic Interrupter...... 60.00 
AsOPOre INEST. 6:00.50 7 05:5 IO 6 eee asi 25.00 
MilleAsmipere Meters: .ccoclanimereiier: sine ccs’ 4 25.00 
Hititton Inidactance: SwitaNigec etree nose he. es os 25.00 
TROL So win @: 65. 0'w racer lee poles raeaonese> . .$475.00 
16 inch Selected Radiographic Tube........ tiovds, 20GB 
5x7 Imported Fluoroscapesaicca= ote eee ee cae 12.50 
Heavy Base: Tube Stand. j-20snad-oede ee. wens Stee 
NB RR BSNE. 5 os co 5-cce ae ei eIaere aie > a very y 1.00 
3 Automatic Cord Reels.....--.. +. - : » +58 
LOtal completes. ssa eeerene- 2 ee ... .$528.50 


The above equipment is for Direct current and can ke used for the 
Alternating current by simply adding our fonr jar rectifier, as described 
on page 20, at an added expense of $60.00. 
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Fig. 30. 
HEAVY BASE TUBE STAND Fig. 31. 
me ould recommend: iss X-Ray Tube Shield with dia- 
stand for office work. It is per- phragms. 
fectly rigid and will hold a Price, $8.00, 


heavy tube shield without vi- 
bration or danger of falling 
over. 





Fig. 32. 
DR. PIFFARD’S VACUUM ROLLING RHEOPHORE. 

This electrode is especially designed for high tension and high fre- 
quency currents, so that it may be used directly from a static machine 
or from a resonator or transformer, as desired. 

Handle and two vacuum bulbs 





Ampere Meter. Milli-ampere Meter. 


In order to do first-class work, both in the Radiographic and treat- 
ment line, it is essential that the X-Ray apparatus should be equipped 
with Ampere and Milli-ampere meters. 

The Ampere meter registers the amount of current passing through 
the primary of the Coil. The Milli-ampere meter registers the amount 
of current passing through the X-Ray tube. 

With the Ampere meter registering the amount of current passing 
through the Primary, and the Milli-ampere meter registering the current 
passing throngh the X-Ray tube, all guesswork is eliminated, both in 
Radiographic and treatment work. 

These meters used in connection with our exposure formulas will 
assure even the most inexperienced operator in doing satisfactory work. 

Price Or ach Meet vccayerceses tues vps e seeeesises $25.00. 





Fig. 29. 
Single Spiral Vacuum Electrode for treating large surfaces....$3.50 


3c 
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OUTFIT “C:” 


Price Complete With All Accessories, $528.50. 
Furnished in Solid Mahogany. Extra Cost, $20.00. 


If coil is to be operated on 220 volt current, add $15.00 to the price 
quoted for extra size rheostat. 


Scheidel-Western Radiographic Special Outfit for Alternating and Direct 
Current as [temized on Page Ten. 
Dimensions: 4 ft. 1] in. long, 5 ft. 3 in. high, 2 ft. 214 in. wide. 
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OUTFIT “C” CABINET OPEN. 

Same Outfit as Illustrated on Page Eleven. 
Scheidel-Western Radiographic Special Outfit for Alternating and Direct 
Current as Itemized on Page Ten. 

Dimensions: 4 ft. 11 in. long, 5 ft. 3 in. high, 2 ft. 234 in. wide. 


—12— 


= 


LARGEST EXCLUSIVE COIL MNFRS. IN THE WORLD 








Fig. 25. 
STANDARD SET OF GLASS VACUUM ELECTRODES. 
(Order from left to right.) 


1. Straight Urethral Electrode. Each...............+ $1.50 
2. Curved Urethral Electrode. Each................. 1.50 
SB “Throat Elenicode. Tammcea cette e.: ares: oasis cays 1.50 
% Flat Nasal Rléctrode ieee ne cep le os) guy cep eee 1.50 
6. Vaginal: Eilecttoge: | seatitae escdce ta 9506+ s'<awew> Spee 1.50 
6. Body or General Electrode. Each............-..... 1,50 
7. Rectal Electrode, Hachwiiedgewcesisc ew vacesss ssashe 1.50 
Mlkctrods- BGard. oc. ong comooiica eit Regs s puadccs Ged 1.00 
Pull set, including board. 5.0 cc a tices a nen ces ncss cones 10.00 
TUBE RACK. 


Will hold one tube. Wood base of polished mahogany finish. Heavy 
iron wire supports, covered with rubber. 





17} 
S| 
Fig. 26. 
CATAPHORISIS ELECTRODE. 


This electrode is arranged for receiving medicated cotton or blotting 
paper. When the electrode is attached to the high frequency coil the 
medium will be forced through the tissues. 

Note the double cylinder arrangement. This is strictly a Scheidel- 
Western improvement, and is for the purpose of concentrating the cur- 
rent through the center of the medicated parts. No outside leaking or 
burning. 

PRICE Sess crn eye tiny vive Wee 16 Wa te Or tae ade abratte ual $5.00 
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Fig. 24. 
LEAD LINED BOX. 


Our special lead-lined box for preserving sensitized X-Ray plates is 
so convenient that very few operators feel that they can be without one. 
Tt not only saves unnecessary steps, but precludes all liability of dam- 
aging important work from carelessness, as without one it necessitates 
placing the plates a long distance from the apparatus to positively pre- 
vent their being fogged while the tube is being operated. It is well 
understood that X-Ray plates must be kept some distance from the 
apparatus, unless they are carefully protected from the X-Ray light by 
means of some heavy metal or other material which is absolutely 
Opaque to these rays, The box illustrated above is for this purpose, and 
is a most valuable accessory to an equipment. 


Price of box sufiiciently large to receive plates up to 


11 x 14 inches in size...... Cats ner Aeice Eee 
Price of box sufficiently large to: receive plates up to 
Be SACHCS BI GAPE ce es we Aah eek ceed 18.00 


The cases are all made of oak and finely finished. 
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N page fourteen we illustrate the Scheidel-Western Radiographic 

Table. Some form of compression apparatus is highly essential 

for good radiographic results, and in the deep tissue work 
it is impossible to obtain the proper differentiation and detail with- 
out it. The Scheidel-Western Radiographic table and compression dia- 
phragm not only furnish a convenient table and absolutely rigid tube 
stand and perfect compression, but it also insures immunity from the 
rays, Whether they are used for diagnosing or therapeutics. (Note the 
lead glass head and diaphragm.) In this we have scored a decided ad- 
vance, as the many original features place us before competition. 

Two features are recognized as essential in producing first-class X- 
Ray pictures, They are compression, and the elimination of the so- 
called “S-Rays.” 

In considering an apparatus for this purpose, there are a number of 
essential features to be added to such an apparatus: namely, a shield for 
holding the X-Ray tube to prevent the X-Rays from passing beyond the 
holder other than in the direction focused and, at the same time enable 
the operator to sce the tube when excited; also to change position of 
the tube and diaphragm relative to compressor and patient; and to be 
able to remove the tube holder and compression apparatus from the 
table when the patient is being placed and then bring it back into proper 
position, and that the apparatus be so constructed that localization or 
stereoscopic work may be done with it. All of these features are incor- 
porated in this new equipment manufactured by the Scheidel-Western 
X-Ray Coil Company. 

Reference to the cut will show the varying attachments by which 
the tube and the compressor are placed at any angle or position relative 
to the table. 

The compressor is brought down in contact with the patient and 
compression obtained ky means of a worm gear working in a rack, The 
tube with its attachments may “a turned at right angles so that the 
chest of a patient sitting on the end of the table may be diagnosed by 
means of a fluoroscope at the same time affording both the patient and 
operator full immunity from the X-Ray other than that which passes 
through the focal parts of the apparatus. 

In the dise directly under the glass tube shield holder there is an 
arrangement provided by which diaphragms of different sizes may be 
inserted. These diaphragms have circular openings of the right size to 
enable pictures to be taken on plates eight by ten to cleven by fourteen 
and cover nearly full size of the plate, providing the focal distance of 
the tube is maintained at twenty inches from the table. In kidney and 
gall stone work, the compressor is essential: while for chest work the 
compressor may be removed and exposure made by using the diaphragm 
which eliminates the S-Rays. The whole mechanism is arranged to 
travel back and forth by means of a serew, having a crank and handle at 
one end of table; any child can operate both mechanisms. 

The Scheidel-Western outfit satisfies the long felt want for a simple 
and convenient equipment which is operated solely from one side of the 
table, allowing the opposite side-free of encumbrances. It is hand- 
somely finished throughout with brass lacquered work and black enamel 
striped. The table shown in the cut is heavily made, having a piano 
mahogany finish. With the leaf down it is four feet long and with the 
leaf extended, six feet. It stands twenty-eight inches high, a con- 
venient height for placing crippled patients. 

Price of table complete as shown... 2... ..0.0. 000 sees $150.00 
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Fig. 10. 


SCHEIDEL-WESTERN TABLE AND COMPRESSION 
DIAPHRAGM. 


Described on Page Thirteen. Price, $150.00. 
Dimensions: 4 ft. 3 in. long, 4 ft. 1 in. high, 3 ft. 1 in. wide. 
14— 
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Fig. 21. 





AUTO CONDENSATION CUSHIONS. 


Price, $30.00. 


The above cut illustrates our Auto Condensation Cushion for use 
with our Combination Coil and High-Frequency apparatus, but more 
particularly adapted to our Radiographic Suit Case Portable Coil. 

This cushion is upholstered with the same material as that used with 
our Auto Condensation couch, and may be used in connection with the 


physician’s ordinary operating table. 


We also make a round seat cushion which may be used on any 


chair. 
Price of the round seat cushion... ... 





Fig. 22. 
RUBBER GLOVES. 


These gloves will keep silver and acid stains 
irom the hands, They are made of the best pure 
rubber. Each glove is fully guaranteed not to 


tear or deteriorate. Made in sizes 7, 7%, 8 and 9. 
Price per pair, any size............$1.00 


2 fem 


_.. $10.00 





Fig. 23. 


RUBBER FINGER 
TIPS. 


The best ever of 
fered to prevent dis- 
coloration of the 
nails and fingers 
from acids and 
chemicals. Very eas- 
ily applied or re- 
moved. 

Per set of 
three in box...$0.15 
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Fig. 20. 


AUTO-CONDENSATION COUCH. 


The above illustration portrays our Auto-condensation Couch, and 
there is no question that by its use, we have the best arrangement for 
thoroughly saturating the patient with the current from the solenoid of 
the High-Frequency generator. 

It consists of a wood framework, and the back rest may be adjusted 
to any angle desired. The cushions supplied are of an insulating ma- 
terial which thoroughly insulates the patient from coming in contact 
with the electrode which forms the bed under the cushion. 

It will at once be scen that we are able to place our patient in a 
position which is conducive to all muscular relaxation. This greatly 
facilitates securing results and proves extremely pleasing to debilitated 
or nervous patients. 

Should the operator desire to apply the resonator current in addi- 
tion to that of the solenoid, he can do so by the addition of cord and 
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Fig. 11. 


COMPRESSION TABLE. 


Price, complete, with Auto-Condensation Cushion, $175.00. 


Furnished in Solid Mahogany. Extra Cost, $20.00. 


This table is the same as illustrated on page 14, showing its appli- 
cation in Auto-Condensation work. 
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Fig. 12. 


SCHEIDEL-WESTERN PEDESTAL TYPE OF COMPRESSION 
DIAPHRAGM. 


Price, $125.00. 


The inconvenience, and at times, almost impossibility of removing 
patients from a hospital truck or bed, to the X-Ray table was the sug- 
gestion for our designing the Pedestal Type of Compression Diaphragm. 
As noted in the'illustration, the glass shield, diaphragm and all adjust- 
ments are identical to our table type compression apparatus. The 
pedestal is mounted on heavy rollers and can be quickly and easily rolled 
to any desired position. The gears for raising and lowering the com- 
pression head are so arranged that it is impossible for a drop to occur. 
It will stand fixed at any position elevated. This is the first time in the 
history of such apparatus that a practical outfit of this character has 
been presented. 
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Fig. 19. 


SCHEIDEL-WESTERN MERCURY INTERRUPTER. 


The new Scheidel-Western Centrifugal Mercury Interrupter is de- 
scribed on page 24. 


PICS SOM CU bios bts & nde FeO eew be weet eed $75.00 
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SCHEIDEL-WESTERN MERCURY INTERRUPTER, “THE 
CENTRIFUGAL.” 
Patent Applied for. 
HE “Centrifugal” mereury interrupter derives its name from the 
scientific action of rotating bodies, in which the heaviest molecules 
travel toward the circumference of the revolving body, and if not 
confined, are thrown from it with great force. Correspondingly, lighter 
molecules will travel toward the circumference of a revolving body, but 
not with sufficient force to displace the heavier ones. 

In the “Centrifugal,” we have confined a heavy body, “Mercury,” 
and a lighter body, “Oil.” When the pot in which these two elements 
are confined is rotated, the heavy mercury body at once seeks the 
greatest circumference of the pot in which it is confined, and in this 
case a mercury channel is prepared for its reception, and in this it forms 
a belt or band of solid mercury, having equal thickness and density. 
The oil, being lighter, forms another belt or film covering it. 

Inside the rotating bands of mercury and oil is placed a disk 
mounted on ball-bearings and on diametrically opposite sides of which 
are placed platinum points. These points are connected through the 
bearing supporting the disk, which in turn connects with a rod passing 
to the outside of the pot. 

By adjusting the disk so that its circumference comes in contact 
with the revolving band of mercury, motion is immediately imparted to 
it by friction, and its rotation will alternately place the platinum points 
in and ont of electrical contact with the mercury, thus giving two makes 
and breaks for each revolution. The depth of contact is regulated by 
an eccentric mounting of the disk connected with the rod which passes 
to the outside of the pot. 


ADVANTAGES OF THE “CENTRIFUGAL.” 

“The Centrifugal” operates Noiselessly. 

“The Centrifugal” operates Without Vibration. 

“The Centrifugal” operates Without Gas [xplosions. 

“The Centrifugal” operates Without Gas Odors. 

“The Centrifugal” operates With only 1 Liquid Ounce of Mercury. 

“The Centrifugal” operates With only 2 Liquid Ounces of Oil. 

“The Centrifugal” operates With Clean Mercury all the time. 

“The Centrifugal” has a variable Current Controller. 

“The Centrifugal” has a variable Speed Controller. 

“The Centrifugal” is shipped with Mercury and Oil ready for oper- 

tion. 

“The Centrifugal” is shipped with a complete set of instructions. 

“The Centrifugal” Interrupter will work on any well balanced In- 
duction Coil and will break uniformly from 0 to 8 amperes. 

The mercury does not have to be cleaned. “The Centrifugal’ action 
keeps the mercury in a unit mass and prevents emulsification. Those 
who operated the older type mercury jet will appreciate this decided 
advance in the science. 

Every operator of an X-Ray Coil should use the “Centrifugal,” be- 
cause it gives uniformity and constancy throughout repeated treatments 
of prolonged duration. The current consumed is uniform, and conse- 
quently the dosage is uniform. 

Many types of Mercury [nterrupters have been placed on the mar- 
ket, and have soon been discarded owing to the inefficiency and trouble, 
but “The Centrifugal” has had the necessary endurance tests and has 
been adjudged by users as the best. [ts simplicity and capacity has 
mo equal. ‘ 
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WwW have on page eighteen an illustration af the Scheidel-Western 
Three Point Electrolytic Interrupter. This style of Interrupter 

has many advantages over the old Single Point, owing to the 
greater range of application both in Radiography and Therapeutic uses, 
particularly noticeable in the latter case where prolonged treatments are 
necessary. 

The three electrodes are of different sizes and are used relatively 
with the windings of the primary so as to give greater or less volume of 
current according to the application being made. When great volumes 
of current are necessary for radiographic work, a heavy platinum point 
is used; for medium or lighter work, a medium platinum point and for 
therapeutic purposes, a fine platinum point. As above stated, for pro- 
longed treatments the fine platinum point is used and will operate the 
machine on one-fourth the current consumed by the larger point. The 
economy of this is obvious. 

In conjunction.with the change of inductance the rate of interrup- 
tions is also varied according to the size of the point used; or in other 
words the area of the platinum exposed to the solution. This all assists 
materially in balancing conditions. 

There is no doubt that by using our present Three Point Electro- 
lytic Interrupter there is a great saving in tubes over the former Single 
Point type. In fact, we can recommend that one of these Three Point 
Interrupters will save its cost in tubes during the course of a year's use 
on an active machine. 
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Fig. 18. 
Wa. SPECIAL DIAGNOSTIC BOX. 
SCHEIDEL-WESTERN THREE POINT ELECTROLYTIC Ti “io ‘ Semntat Winavaieee ‘fox ' 
INTERRUPTER. he above cut ol aoe new is pecia lagnostic Box wae iout 
stereoscope attachment. This diagnostic hox has several new features 
Described on Page Seventeen. Price, $60.00. not seen in other makes. 
Dimensions: 1 ft. 3 in. long, 1 ft. 3 in. high, 1 ft. 3 in. wide Se ee ae ee AYES gel $25.00 
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Fig. 17. 
SCHEIDEL-WESTERN LATEST DIAGNOSTIC BOX 


With Stereoscope Attached. Price, $50.00. 
Dimensions: 2 ft. long, 2 ft. 24 in. high, 1 ft. wide. 

Above we illustrate our latest Schiedel-Western Diagnostic or Il- 
luminating Box with stereoscope attached. ‘The best view of an X-Ray 
negative when held before a uniform white light, the light being capable 
of yariation according to the intensity of the negative. The Scheidel- 
Western Diagnostic or Illuminating Box incorporates not only the vari- 
able light features, but attached to it is an adjustable Stereoscope for 
viewing stereoscopic negatives: a separate frame for holding two 8x10 
negatives is also provided. This feature is a decided departure and for 
simplicity and economy of space has not been equaled. The box is 
painted white on the inside and the lamps are so arranged that only re- 
flected light passes through the negative. Like all Scheidel-Western 
electrical goods, the box with lamps is wired on slate and porcelain, to 
conform with national code regulations. 
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N page twenty we illustrate our Scheidel-Western Four Jar Reeti- 
fier. In this we have a very simple and highly efficient apparatus 
for rectifying the commercial alternating currents which are in 
use in the majority of the smaller towns throughout the country. With- 
out going into the highly technical character of this apparatus, allow 
us to state and absolutely guarantee that this rectifier will take in an 
alternating current and discharge it as a direct current suitable for op- 
erating our X-Ray equipment constructed for direct current. Not only 
will this current be heavy enough for our Radiographic Special using 
the Three Point Electrolytic Interrupter, but it will operate with perfect 
satisfaction the Mercury Turbine Interrupter for therapeutic work. If 
you have been holding back because you have been informed that an 
X-Ray outht will not work well with an alternating current. you may 
rest assured that the Scheidel-Western equipment is guaranteed to over- 
come these conditions no matter how unfavorable, by the use of our 
Four Jar Rectifier. 
We also sell these rectifiers to operate with other makes of coils or 


small motors. 
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Fig. 15. 


SCHEIDEL-WESTERN FOUR JAR RECTIFIER FOR TRANS- 
FORMING ALTERNATING CURRENT INTO DIRECT 


Described on Page 19. Price, $60.00. 


Dimensions: 1 ft. 3 in. long. 1 ft. 6 in. high, 1 ft. 6 in. wide. 
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Fig. 16. 
SCHEIDEL-WESTERN PROTECTION SCREEN. 


The Shield Covered With 1-16 in. Pure Lead, and With Imported Lead 
Glass Window. Price, $30.00. 


We herewith illustrate the Scheidel-Western Protection Screen. 
For operators desiring a good shield from the X-Ray at a moderate 
price, this screen is highly recommended. It is covered with one piece 
of lead through which the rays can not pass and lead glass is provided 
for observation. The shield is 30 inches wide and 6% feet high; is 
mounted on casters so that it may be easily rolled from place to place. 


Dimensions: 6 ft. 6 in. high, 2 ft. 6 in. wide. 


